[Basic evaluation of the new fully automated urine sediment analyzer (U-FCM) based on flowcytometric technology].
We developed a new automated urine sediment analyzer (U-FCM) based on Flow Cytometry with the cooperative technical aid of TOA Medical Electronics Co., ltd. Flow Cytometry using an argon laser (wave length 488 nm) is used as the method for detection. This instrument provides quick, easy and accurate screening for patients whose urinalysis abnormalities indicate the need for further testing. Abnormal patient samples are separated from patient samples whose parameters are totally normal, thus decreasing the need for additional testing. The instrument is useful as a diagnostic aid, and in monitoring the therapeutic effect. Also it is useful in the health checking service for visitors at the AMHTS office.